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If calibration is available, the calibration status will be display at the 
bottom of the screen, where O stands for OPEN calibration, S stands for 
SHORT calibration, L stands for LOAD calibration, T stands for THRU 
calibration.
C* indicates that the measurement settings have changed but not saved, 
and will get lost when the device power off. C0~C12 represents the storage 
number of the calibration parameters, while a lowercase c indicates that 
the calibration parameters are interpolated.
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